Kremer.
The following illustrations demonstrate the above-described optical conditions, especially the rays of the lamp crossing the visual field of the optical system. Figure 1 shows the adjustment of the model (a), i.e., Jacobaeus-Unverricht (view 90?, visual field 60?, luminous field about 120'). Out of ail the rays which are crossing the visual field only an extremely small portion forms an obtuse angle and hence the device is impracticable. Figure 2 demonstrates recommended by Maurer (1928 Maurer ( , 1939 (Continued from "previous page)
